SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/26/2018

OPERATOR NAME:

WILLIAM L HOLCOMB

Permit #: 31942

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:31
INTERNAL STANDARD VERIFIED 00:32
REFERENCE STANDARD TEMP 33.99c

REFERENCE STANDARD 0.09 00:32
BLANK TEST 0.00 00:33
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 00:33
BLANK TEST 0.00 00:34
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 00:35
BLANK TEST 0.00 00:3e
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/18/2018

OPERATOR NAME:

DAVID F BUXTON

Permit #: 33398

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 14:36
INTERNAL STANDARD VERIFIED 14:36
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 14:36
BLANK TEST 0.00 14:37
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 14237
BLANK TEST 0.00 14:38
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:39
BLANK TEST 0.00 14:40
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SUPERVISOR TEST

20

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/11/2018

OPERATOR NAME:
ETHAN J MACURA
Permit #: 44080

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18100
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 33.98¢
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/04/2018

OPERATOR NAME :
BRADLEY J HAMILTON
Permit #: 40380

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 181

Nominal = 0.10 g/210L
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/04/2018

OFPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:34
INTERNAL STANDARD VERIFIED 07:34
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0-10 07:34
BLANK TEST 0.00 07:35
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 07:36
BLANK TEST 0.00 07:37
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 010 07:37
BLANK TEST 0.00. ©7:38
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 06/01/2018

OPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 09:37
INTERNAL STANDARD VERIFIED 09:37
REFERENCE STANDARD TEMP 34.02c
REFERENCE STANDARD 0.10 09:38
BLANK TEST 0.00 09:39
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 09:39
BLANK TEST 0.00 09:40
REFERENCE STANDARD TEMP 34.00c¢c
REFERENCE STANDARD 0.10 09:40
BLANK TEST 0.00 09:41
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 05/28/2018

OPERATOR NAME:

KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 23:33
INTERNAL STANDARD VERIFIED 23:33
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10 23:34
BLANK TEST p.08 23:35
REFERENCE STANDARD TEMP 34.02c¢
REFERENCE STANDARD 0.10 23:35
BLANK TEST 0.00 23:36
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 23:36
BLANE TEST 0.00 '23:37
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 05/21/2018

OPERATOR NAME :
CHRISTOPHER J MURRAY
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Permit #: 46226

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18040
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANEK TEST 0.00
REFERENCE STANDARD TEMP 34.02¢
REFERENCE STANDARD 0.10
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REFERENCE STANDARD TEMP 34.00c
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 05/14/2018

OPERATOR NAME:

KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18040

Nominal = 0.10 g/210L
BLANK TEST 0.00 18:19

INTERNAL STANDARD VERIFIED 18:19
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 18:20
BLANK TEST 0.00 18:21
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 18:21
BLANK TEST 0.00 18:22
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.190 1I8:22
BLANK TEST 0.00 18:23
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 05/07/2018

OPERATOR NAME:

EKYLE L ROLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 15:02
INTERNAL STANDARD VERIFIED 15:02
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 15:03
BLANK TEST 0.00 15:04
REFERENCE STANDARD TEMP 34.02c¢c

REFERENCE STANDARD 0.10 15:04
BLANK TEST 0.00 15:05
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 15:05
BLANK TEST 0.00 15:06
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE

DATAMASTER dmt: 106406

Date: 05/01/2018

OPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18040
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 04/30/2018

OPERATOR NAME:

JASON R DIAMOND

Permit #: 37496

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0-00 §1:59
INTERNAL STANDARD VERIFIED 11:52
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 11:52
BLANK TEST 0,00 11:53
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0:10  11:54
BLANK TEST 0.00 11:55
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 11:55
BLANK TEST 0.00 11:56
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 04/23/2018

OPERATOR NAME:

KYLE KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:18
INTERNAL STANDARD VERIFIED 00:18
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 00:19
BLANK TEST 0.00 00:20
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 00:20
BLANK TEST 0.00 00:21
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 00:22
BLANK TEST 0.00 00:23
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 04/16/2018

OPERATOR NAME:
WILLIAM L. HOLCOMB
Permit #: 31942

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 20:12
INTERNAL STANDARD VERIFIED 20:12
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 20:13
BLANK TEST 0.00 20:14
REFERENCE STANDARD TEMP 34.01lc
REFERENCE STANDARD 0.10 20:14
BLANK TEST 0.00 20:15
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 20:15
BLANK TEST 0.00 20:16

AN Mol 4zf
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 04/09/2018

OPERATOR NAME:
CHRISTOPHER J MURRAY
Permit #: 46226

Operator Agency/Dept: WASHINGTON CO.

Reference Standard #: 18040

Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 04/02/2018

OPERATOR NAME:
KYLE I. KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 180

Nominal = 0.10 g/210L
BLANEK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

40

0.00
VERIFIED
34.01c
0.10
0.00
34.01c
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0.00
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 03/26/2018

OPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 06:45
INTERNAL STANDARD VERIFIED 06:45
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09 06:45
BLANK TEST 0.00 O06:46
REFERENCE STANDARD TEMP 34.02¢
REFERENCE STANDARD 0.10 06:47
BLANK TEST 0.00 06:48
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 06:48
BLANK TEST 0.00 06:49
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1 0.2 : 40.0
SUPERVISOR TEST Atcobol (a/310%)
0.184~-==-- Flow Rate(L/M) |. e fon e, 36.0
WASHINGTON COUNTY :
SHERIFF'S OFFICE 0.16 o L ; 32.0
DATAMASTER dmt: 106406 i i i !
Date: 03/19/2018 0.14 ..... e o Pome oo 28.0
OPERATOR NAME: 0.12}~ gty i s b i 4.0
JOHN K LATOUR i : ; i i
Permit #: 31414 ; ; ; i
Operator Agency/Dept: WASHINGTON CO. SO 0. 10 : ey e et 20.0
Reference Standard #: 17390 : i i :
0.08}- 16.0
Nominal = 0.10 g/210L
0‘ ........... 12‘0
BLANK TEST 0.00 17:00
INTERNAL STANDARD VERIFIED 17:00 o .
REFERENCE STANDARD TEMP 34.00c * %
REFERENCE STANDARD 0.10 17:00
BLANK TEST 0.00 17:01 0. o o T S . N o
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 03/13/2018

OPERATOR NAME:

KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:14
INTERNAL STANDARD VERIFIED 00:14
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 00:14
BLANK TEST 0.00 00:15
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD gt 003215
BLANK TEST 0.00 00:16
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 00:17
BLANK TEST 0.00 00:18
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 03/05/2018

OPERATOR NAME:

KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 06:39
INTERNAL STANDARD VERIFIED 06:39
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 06:39
BLANK TEST 0.00 06:40
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 06:40
BLANK TEST 0.00 06:42
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 06:42
BLANK TEST 0.00 06:43
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 03/01/2018

OFPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 173

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

90

0.00
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33.98c
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0.00
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 02/26/2018

OPERATOR NAME:

JASON R DIAMOND

Permit #: 37496

Operator Agency/Dept: WASHINGTON CO. S0
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0:00° 07:32
INTERNAL STANDARD VERIFIED 07:32
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 07:32
BLANK TEST 0.00 07:33
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 07:34
BLANK TEST 0.00 07:35
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0,09 07:35
BLANK TEST 0.00 07:36
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 02/19/2018

OPERATOR NAME:

JASON R DIAMOND

Permit #: 37496

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:31
INTERNAL STANDARD VERIFIED 08:31
REFERENCE STANDARD TEMP 33.99¢

REFERENCE STANDARD 0.0 08:31
BLANK TEST 0.00 08:32
REFERENCE STANDARD TEMP 34.02c

REFERENCE STANDARD 0.09 08:33
BLANK TEST 0.00 08:34
REFERENCE STANDARD TEMP 34.01c¢

REFERENCE STANDARD 0.09 08:34
BLANK TEST 0.00 08:35
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SUPERVISOR TEST

WBSHINGTON_COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 02/19/2018

OPERATCR NAME :

JASON R DIAMOND

Permit #: 3749¢

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:31
INTERNAL STANDARD VERIFIED 08:31
REFERENCE STANDARD TEMP 33.99¢

REFERENCE STANDARD 0.09 08:31
BLANK TEST 0.00 08:32
REFERENCE STANDARD TEMP 34.02¢

REFERENCE STANDARD 0.09 08:33
BLANK TEST 0.00 08:34
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 08:34
BLANK TEST 0.00 08:35
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 02/12/2018

OPERATOR NAME:
KYLE L KOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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.20 T i ; ] | 40.0
— Alcohol (g/210L) ' ’

SUPERVISOR TEST

WASHINGTON COUNTY ! ; i ; ;
SHERIFF'S OFFICE 0.16}- : : S o b 32.0
DATAMASTER dmt: 106406 | 5 5 i ;

0,18 ===~ Flow Rate({L/M) ; : S 36.0

Date: 02/05/2018 .14 # ............. i _____ S .......... ST o)

OPERATOR NAME : 2 T e " s e -
JASON R DIAMOND ; : :

Permit #: 37496 ; : i i
Operator Agency/Dept: WASHINGTON CO. SO 0-10“{- g : : e : ~120.0

Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:49
INTERNAL STANDARD VERIFIED 16:50 i z ; =
REFERENCE STANDARD TEMP 34 i ODC O. Dd . .. - - o— | ooy e R 8 2 G
REFERENCE STANDARD 0.10 16:50 : ; 1 ;

BLANK TEST 0.00 16:51 O e e S S e bl P 0
REFERENCE STANDARD TEMP 34.02¢ i | - | é

REFERENCE STANDARD 0.10 16:51 y i : i ; ; .
BLANK TEST 0.00 16:52 0.0 5 i5 s o 2 500
REFERENCE STANDARD TEMP 34.01c 0.20 : ; : : 5 40.0
REFERENCE STANDARD 0.10 16:53 Alcohol (g/210L) : ! §

BLANK TEST 0.00 16:54 O LRt s Flow Rate(L/M) AERTRT ; 36.0
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| soLuTION HANG B R e : ; i ; —lqo.r_:
: . Alcohol (g/210L) 5 :

0.18..._l ----- Flow Rate (L/M)

WASHINGTON COUNTY i !
SHERIFF'S OFFICE B — : - ; b
DATAMASTER dmt: 106406 i i i :

Date: 01/01/2018 0.14 5 .' ........... ; A 1 .0
OPERATOR NAME: O T pitati S e SRS L U . I 24.0

DAVID F BUXTON
Permit #: 33398

Operator Agency/Dept: WASHINGTON CO. SO w2040
Reference Standard #: 17310 |
16.0
Nominal = 0.10 g/210L
.................. 12.0
BLANK TEST 0.00 16:45
INTERNAL STANDARD oo Lt UL S SRS S St ) el o
REFERENCE STANDARD TEMP 34.00c ik
REFERENCE STANDARD 0.10 16:45
BLANK TEST 0.00 16:46 | o, polpecrmnecbrranarandantns b b4 4.0
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 16:47 i ; o
BLANK TEST 0.00 16:48 20 55 30
REFERENCE STANDARD TEMP 34.00c ; ’* _ ; ; : 40.0
REFERENCE STANDARD 0.10 16:48 Alcohol[g/ZlOLJ
BLANK TEST 0.00 16:49 i 1 i [ Flow Rate(L/M) 136.0
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RS L e SR LS RS . O | S 28.0
s e i SN (VRN NS TSRS # s
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 01/08/2018

OPERATOR NAME:

KYLE L KOLAR

Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 19:29
INTERNAL STANDARD VERIFIED 19:29
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 19:30
BLANK TEST 0.00 19:31
REFERENCE STANDARD TEMP 34.01c¢
REFERENCE STANDARD 0.10 19:31
BLANK TEST 000  19:32
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 19:33
BLANK TEST 0.00 19:34
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SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 02/01/2018

OPERATOR NAME:
KYLE 1L EKOLAR
Permit #: 44063

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 173

Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
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SUPERVISOR TEST § :
Alcohol (g/210L) i i i
0.18-4----- Flow Rate(L/M) | § s T ~d36, 0
WASHINGTON COUNTY : |
SHERIFF'S OFFICE 051 B i 32.0
DATAMASTER dmt: 106406
Datas 01/29/2018 ¢S 1 | TR R 28.0
OPERATOR NAME: 0.12} | : ok e ; ; wdsg
JASON R DIAMOND : | 5 - ;
Permit #: 37496 :
Operator Agency/Dept: WASHINGTON CO. SO | 0,10l 20.0
Reference Standard #: 17210
- 16.0
Nominal = 0.10 g/210L
........... 12'0
BLANK TEST 0.00 07:18
INTERNAL STANDARD VERIFIED 07:18 S
REFERENCE STANDARD TEMP 34.00c -0
REFERENCE STANDARD 0.09 07:19
BLANK TEST 0.00 07:20 N S e
REFERENCE STANDARD TEMP 34.01¢ ;
REFERENCE STANDARD 0.09 07:20 ! -
BLANK TEST 0.00 07:21 5 10 15 2‘0 25 an i
REFERENCE STANDARD TEMP 34.01c : : : ; 40.0
REFERENCE STANDA.RD 0.09 0?:21 Alcohol{g,—”ZlDLJ
BLANK TEST 0.00 07:23 Flow Rate(L/M) | SR s i = 36.0
D é@ / (&1, L1 me o e _______________ "0
6 0 e 1 | o i AT S St (DR e A e e ) 8.0
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 01/22/2018

OPERATOR NAME:

CORY L HURLBURT

Permit #: 37017

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:57
INTERNAL STANDARD VERIFIED 10:57
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09 10:58
BLANK TEST 0.00 10:59
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09 10:59
BLANK TEST 0.00 11:00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 11:00
BLANK TEST 0.00 11:01
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SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

Date: 01/15/2018

OPERATOR NAME:

JOHN K LATOUR

Permit #: 31414

Operator Agency/Dept: WASHINGTON CO. SO

Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:47
INTERNAL STANDARD VERIFIED 16:47
REFERENCE STANDARD TEMP 33.99¢c
REFERENCE STANDARD 0.09 16:47
BLANK TEST 0.00 16:48
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 16:49
BLANK TEST 0.00 16:50
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 16:50
BLANK TEST 0.00 16:51
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