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SUPERVISOR TEST

GRANVILLE VILLAGE
POLICE DEPT
DATAMASTER dmt: 113306

)ate: 01/11/2020

OPERATOR NAME:
RYAN S PEDONE
Permit #: 35878

Opetratot Agency/Dept: GRANVILLE VILLAGE PD

‘Reference Standard #: 192

Nominal =.0.10 g/210%L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD - TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD : TEMP
REFERENCE STANDARD
BLANK TEST

50

0.00
VERIFIED
34.01c
0.10
0.00
34.01c
0.10
0.00
34.01c
0.10
0.00

22308
22:08

22:08

22309

22409
22:10

22:11
22:11

0:.20 , 4040
o Alcohol(g/ZlOL)
0rrgkilrres Flow: Rate L/M) e 0
0.16 320
014 28.0
0.12 24.0
0 L0 b0 0
0.08 1e.6
0:06 12.0
O‘-U"i 8.0
04 02 ermerss T TR T e 4.0
000 : i 0o
0 5 10 15 20 25 30
0. 20 k] ] : i 40.0
Alcohol(g/210L)
018k = e Flow Rate{L/M) 3670
0.16 2o 0
0. 14 28.0
0.12 24.0
0:10 (_,, 20.0
0.08 16.0
0. 08 12,0
0.04 9.0
0. 02 pFesass e R 4.0
000 : - i 0.0
0 5 10 15 20 25 30
0420 : 40.0
Blcohold g/ZlOL
JoRRuR: | Rt Flow Rate(L/M) 36.0
0:1% 32.0
0.14 28.0
0:12 24.0
0410 '(_7 20.0
0. 084 16.0
0.06 12.0
0. 04 3.0
0 02 f7=samms T 40
0 onjw ; ; 06
0 5 10 15 20 25 30
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SUPERVISOR TEST e =
: i ceagenin ol : == "Alcohol{g/2l0L) | =
0.1l = 2 Flow Rate (L/M) i
GRANVILLE VILLAGE : '
POLICE ‘DEPT ERE 0.16
DATAMASTER. dmt:. 113306
" ate: 12/28/2019 , :0:14
OPERATOR  NAME: 012k
RYAN - S PEDONE , :
Permit #: 35878 :
Operator Agency/Dept: GRANVILLE VILLAGE PD 0.10 A
Reference-Standard #:. 19250 /’f’-—
: 0:08
Nominal = 0.10 '¢g/210%L ' : 1
,' 006
BLANK TEST : 0400 21044
INTERNAT,  STANDARD ~ VERIFIED 21:44 ey
REFERENCE STANDARD. TEMP 34.00¢ :
REFERENCE STANDARD 0.09  21:44
BLANK TEST 0.00 21:45 (o 11 R SETR SRR SR o e
REFERENCE 'STANDARD TEMP 34.01c¢ , : ,
REFERENCE - STANDARD S 0.10 21046 o.00l
BLANK TEST 0-00 221546 " 0 5 10 1
REFERENCE STANDARD . TEMP - 34.0lc : 0.207~ o P
BLANK -TEST 0.00 21547 0L 18l s Flow Rate (L/M)
016
0:14
0.12
b 0.10 {/_, e
0.08
0.06
004
0. 02 rsmeradresai T
0. 00 : o
0 10 1
0.20 ; : T
= Alecohol (g/210%)
018k === Flow Rate(L/M)
0.1%
0,12
0.12
0.10 r/_f, Sl
008
Lo 0.08
0:04
0. 020 w~srsts e e
000
0 g 10 15




SOLUTION CHANGE

GRANVILLE VILLAGE

POLICE DEPT

DATAMASTER dmt: 113306

I e

)ater 01/05/2020

OPERATOR NAME:

RYAN S PEDONE

Permit #: 35878 ,
Operator Agency/Dept: GRANVILLE VILLAGE PD
Reference Standard #: 19250 '
Nominal .= 0:10 g/210L
- BLANK: TEST 2050003552
INTERNAL STANDARD VERIFIED 03:52
REFERENCE STANDARD . TEMP 34.01c
REFERENCE STANDARD 0.09.:03:53
BLANK TEST , 0.00:°03:53
REFERENCE STANDARD “TEMP 34.01¢
REFERENCE STANDARD 0:10 03:54
BLANK TEST 0400 038+55
REFERENCE 'STANDARD  TEMP 34.01c
REFERENCE STANDARD ’ 0.10 03:55
BLANK TEST 0.00 .:03:56"

E SN

~40.0
. Alconol (g/2i0L) |
0418 = Flow Ratel(L/My b 36.0
0.16 32.0
0.14 28.0
0.12 240
0.10 20.0
0. 08 16.0
0.06 2.0
0.04 8.0
02 O2Frdueninrirrmes e i 4.0

)

0000 . : 0.0
0 5 10 15 20 - 25 30
0:20 L L i 40.0

s N1e5hol (g/210%)
Ol m= == Flow Rate(L/M) 36.0
0.16 32.0
014 28.0
0.1% 24.0
0. 10F 200
0.08 16.0
0.06 12.0
0.04 8.0
STy B I NGl R S e SRR 4.0
4

0. 00 : i N . 0.0

0 5 107 15 70 25 30
0.20 : : 3 40.0

: Alcohol (g/210L)

0.1k = mms Flow Rate (L/M) 36.0
0.16 32,0
0.14 28.0
019 24.0
O-lo < 2 20-0
0:08 (/7 16.0
0.08 12.0
0,04 8.0
T M T _—— 4.0

I
0,00 ] , 0.0

0 5 10 15 Z0 25 30
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SUPERVISOR TEST - G e g
i Sl e R cohol {g /21 0L)
0:18+ = ="~ Flow Rate(L/M)
GRANVILLE. VILLAGE : :
POLICE DEPT 0.16
DATAMASTER dmt: 113306
late: 12/21/2019 S Orldp
OPERATOR NAME: ' 6.1%
RYAN 'S. PEDONE ,
Permit. #: 35878 s , |
Operator Agency/Dept: GRANVILLE VILLAGE PD 20-10
Reférence Standard #: 19250 i , L ' ,
: . 0.08
Nominal =:0.10.¢/210L
: , S 008"
BLANK TEST 0000 0 03: 11
INTERNAL. STANDARD VERIFIED  03:11 N
REFERENCE STANDARD TEMP 34.01c ;
REFERENCE STANDARD 0:10 03411 .
BLANK TEST 0:00:03:12 Dok e s i e i et
REFERENCE S$TANDARD TEMP 34.01c
REFERENCE STANDARD 0.10 +03:12 5. 00l
BLANK TEST , 0.00:03:13 : 5 10
REFERENCE - STANDARD ~TEMP 34.01c 0.20 G P
REFERENCE STANDARD 0:10: 03:13 , wss Rl coHoL {7 210L) |
BLANK TEST 0:00.03:14 §.18l===-- Flow Rate(L/M)
0.16
0.14
0:12
e 0.10-{,
0. 081~
0.06
0.04
0. 0 fm=riz S e
0.00 ,
2 5 10
0.20 Ao e
: Alcohol(g/210L)
oigll=ms= Flow Rate (L/M)
0.16
0.14
0,12
0:10 (,,—'
0:08 '
L 0.06
004
0. 02frewsnas T o A e e
0. 00
10




SUPERVISOR TEST

GRANVILLE VILLAGE
POLICE DEPT
DATAMASTER dmt: 113306

" ate: 12/15/2019
OPERATOR NAME :
RYAN:-S' PEDONE
Permit #: 35878

Reference Standard #: 19250

Nominal = 0.10 ¢g/210L

0.00

BLANK TEST

INTERNAL  STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0:10
BLANK TEST 0.00
REFERENCE STANDARD - TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE - STANDARD - TEMP 34.01¢c
REFERENCE  STANDARD 0.10
BLANK TEST 000

Operator Agency/Dept: GRANVILLE VILLAGE PD

03:13
103:13

03313
03:14

03:14
03:15

033115

~03:16

- 1400
S Al cohol (g/210L) | :
L18r ow Rate(L/M) | 1360
+16 32.0
a4 28.0
A2 24..0
#10 20.0
<08 16.0
06 12.0
+04 8.0
=0 )L o g P S S g A g1 4.0
0560 . S , : ~lo.o
Q B 10, A5 20 25 30
0.200 : 40,0
s Aloohol (g/ 21010
sigla ===~ "Plow Rate (L/M) : 36.0
16 32.0
714 28..0
12 24.0
<10 {,——f 20.0
5:08 16.0
O] 120
J04l 8.0
0 B LR Sy 4.0
000 . 0.0
: 0 5 10 15 20 25 ‘30
0200 : ’ ; g 40.0
, — Alcolicl (g/210L}
S gk = =5 = Flow: Rate {L/M) 36.0
16 32.0
c14 28.0
J1zp 24.0
L 1Of et e 200
08 i 16.0
06k 12.0
.04 8.0
(7 | ENIREANN (1 SRR G T 4.0
7
0.0 008 , 0.0
0 5 10 15 20 25 30



SOLUTION CHANGE

GRANVILLE VILLA
POLICE DEPT
DATAMASTER dmt: 113306

; U o

Nate: 12/07/2019

OPERATOR NAME :

RYAN S PEDONE

Permit #: 35878 :

Operator Agency/Dept: GRANVILLE VILLAGE PD
Reference Standard #: 19250 '

Nominal = 0.10 g/210L

BLANK TEST : . 0.00' 22:37,

INTERNAL STANDARD VERIFIED 22:37
REFERENCE STANDARD -TEMP 34:01c
REFERENCE STANDARD 0:10 22:38
BLANK TEST , 0.00:.22:38
" REFERENCE STANDARD TEMP 34.01c ,
REFERENCE STANDARD ' 0.10 °22:39
BLANK TEST f 0.00 22:39
REFERENCE . STANDARD TEMP 34.0le . o
REFERENCE - STANDARD 0010022340
BLANK TEST 0200 2241

- 10,0
— Alconol (g/2101) S
- Flow Rate(L/M) i 36.0
0.16 32.0
0.14 28.0
0,12 24 .0
0. 20.0
0. 16.0
0: 12.0
0. 8.0
of s e o 4.0
0:00 , ik 0.0
0 10 15 20 25 3
0420 : N e ; 40.0
Al cohol (§/210L
0. 18l === #= Flow Rate{L/M) ~136.0
016 320
014 280
0:1%2 24..0
010 20.0
0.08 (’ 16.0
0.06 12.0
0.04 8:0
050 e i e 4.0
7 - : 2
0.00I ; y CEie o : 0.0
, 0 10 15 20 25 30
0.200 T i : : 40-0
1l e Alcohol (9/210L)
O 18k s e Flow Rate(L/M) 36.0
0,16 32.0
0:14 28.0
0:12 24.0
G510 i e <o 20.0
008 IF 16.0
0.06 12.0
0..04 8.0
0.0 00k srcmmisg e 4.0
r
0:00 : 0.0
0 5 10 15 20 25 30



