B2-84-"28 83:21 FROM-whitehall FD
SOLUTION CHANGE

WHITEHALL VILLAGE
FOLICE DEFT.
DATAMASTER dmt: 113806

Date: 02/03/2020

OPERATOR NAME:

ERYAN J GRECO

Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. P.D.
Reference Standard #: 18350

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 07:22
INTERNAL STANDARD VERIFIED 07:22
REFERENCE STANDARD TEMP 324.00¢
REFERENCE STANDARD 0.10 07:22
BLANK TEST 0.00 07:23
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0D.10 07:23
BLANK TEST 0.00 07:24
REFERENCE STANDARD TEMP 33,99¢
REFERENCE STANDARD 0.10 07:25
BLANE TEST 0.00 07:25
)
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B2-84-"28 83:21 FROM-whitehall FD
SUPERVISOR TEST

WHITEHALL VILLAGE
FOLICE DEFT.
DATAMASTER dmt: 113806

lpate: 01/25/2020

OPERATOR NAME:
BRYAN J GRECO

Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. P.D,
Reference Standard #: 19250

Nominal = 0.10 g/210L

BLANK TEST 0.00 06;33
INTERNAL STANDARD VERIFIBED 06:33
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10 06:33
BLANKE TEST 0.00 06:34
REFERENCE 5TANDARD TEMP 34.00c¢
REFERENCE STANDARD 0,10 06:24
BLANK TEST 0.00 0&:35
REFERENCE STANDARD TEMP 34.00e
REFERENCE STANDARD 0.10 06:36
BLANK TEST Q.00 0&:36
)
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B2-84-"28 B3:22 FROM-whitehall FD
SUPERVISOR TEST

WHITEHALL VILLAGE
FOLICE DEFT.
DATAMASTER dmi; 113806

01/18/2020

OPERATOR NAME:

BRYAN J GRECO

Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. P.D.
Reference Standaxrd #: 19250

Nominal = (0.10 g/210L

BLANK TEST D.00 13:52
INTERNAL 5TANDARD VERIFIED 13:52
REFERENCE STANDARD TEME 34.00c
REFERENCE STANDARD 0.10 13:53
BLANK TEST 0,00 13;54
REFERENCE STANDARD TEMP 34.00¢
REFERENCE 3TANDARD 0.10 13:54
ELANE TEST .00 13:55
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0,10 13:55
BLANK TEST 0.00 13:56
)
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B2-84-"28 B3:22 FROM-whitehall FD
SUPERVISOR TEST

e e e e

WHITEHALL VILLAGE
POLICE DEPT.
DATAMASTER dmt: 113806

}bate: §1/11/2020

OPERATOR NAME:
BRYAN J GRECO
Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. P.D.

Reference Standard #: 19250

Nominal = 0.10 g/210%

BLANE TEST 0,00 22:02
INTERNAL STANDARD VERIFIED 22:0%2
REFERENCE STANDARD TEMP 34.00¢
REFERENCE STANDARD 0.10 22:02

" BLANK TEST 0.00 22:03
REFERENCE S5TANDARD TEMP 33.95¢
REFERENCE STANDARD 0.10 22:03
BLAMNKE TEST 0.00 22:04
REFERENCE STANDARD TEMP 33.9%8c
REFERENCE STANDARD 0.10 22:05%
BLANK TEST 0.00 22:06
)
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B2-84-"28 B3:22 FROM-whitehall FD
SOLUTION CHRANGE

P UL

WHITEHALL VILLAGE
POLICE DEFT.
DATAMASTER dmt: 113804

OPERATOR NAME:

BRYAN J GRECO

Permit #: 44077

Operator Agency/Dept: WHITEHALL VILL. P.D,
Reference Standard #: 19250

Nominal = 0.10 g/210L

BLANK TEST 0.00 14:30
INTERNAL STANDARD VERIFIED 14:30
REFERENCE STANDARD TEMP 34.00¢
REFERENCE STANDARD 0D.10  14:30
BLANK TEST 0.00 14:31
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0,10 14:31
BLANK TEST 0.00 14:32
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 14:33
BLANE TEST 0.00 314:33
)
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