SUPERVISOR TEST

S20)

GRANVILLE VILLAGE
POLICE DEPT
DATAMASTER dmt: 113306

Date: 06/28/2020

OPERATOR ‘NAME:
RYAN S5 PEDONE
Permit #: 35878

Operator Agency/Dept: GRANVILLE VILLAGE PD

Reference Standard #: 20170
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